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Abstract 


DIGITALEUROPE has developed this reflection paper on how the entry criteria for software into the 
Regulation on medical devices should be determined. Industry understands the importance to prioritise the 
health and safety of patients when using such devices; effective scrutiny procedures and a clear regulatory 
framework are therefore openly welcome. However, while we see digital health as promising leapfrog 
technology to advance human health, we are concerned that the European Union may delay market access 
compared to other regions, thereby depriving EU patients of the benefits of digital health highlights stated 
in the European Commission’s own strategy that was published last year. 


Therefore, this paper aims to help shed light on the complexity of borderline cases, particularly in the area 
of digital health, where it is difficult to determine how software can be identified for what category. 


This paper looks at other international markets as a reference point that could provide guidance on how to 
approach the problem. Looking to the US and Canada we recognise positive aspects to ensure patients are 
not at risk while at the same time maintaining the benefits and innovation these devices provide to improve 
their health. 


DIGITALEUROPE asks you to consider these points and open a dialogue with our members to provide an 
exchange of views and expertise. 


Problem statement on regulations of software 


The Regulations on medical devices and in vitro diagnostic medical devices draws up a new regulatory 
framework, including software, in the European Union. We recognise the process in clarifying how software 
is intended to be classified by drawing up specific guidance. Whereas the question remains open when 
software would be subject to regulations. 


DIGITALEUROPE would like to point out the uncertainty when making a determination, if software fulfils the 
definitions laid out in EU 2017/745 (MDR) Article 2(1) and EU 2017/746 (IVDR) Article 2(2). Some of the 
raised concerns are: 


a) Software used in healthcare to facilitate communication, archival, storage and retrieval of health 
data. 

b) Software fulfilling the definition of an in vitro medical device. 

c) Software used by healthcare professionals to apply publicly available guidance for aiding users in 
managing patients. 


DIGITALEUROPE 
Rue de la Science, 14 - 1040 Brussels [Belgium] 
T. +32 (0) 2 609 53 10 |www.digitaleurope.org | info@digitaleurope.org | @DIGITALEUROPE 


Transparency register member for the Commission: 64270747023-20 


DIGITALEUROPE 


Considerations of international software regulations 


United States of America 


With the introduction of the 21% Century Cures Act (Cures Act), the U.S. continued clarifying the borderline 
towards regulated software. It was made clear, that the following software, even when being used in 
healthcare, would not qualify as devices, while providing measures to adopt to the technical state of the art: 


- Administrative-support software 

- Health lifestyle software 

- Electronic patient records 

- Software to transfer, store or display test lab data and other device data 

- Clinical decision support software that is not intended to acquire, process, or analyse a medical 
image or a signal from an IVD or a pattern or signal from a signal acquisition system 

- Software for population health management 


In more detail, the following considerations were provided: 


a) For administrative support of a health care facility, including the processing and maintenance of 
financial records, claims or billing information, appointment schedules, business analytics, 
information about patient populations, admissions, practice and inventory management, analysis 
of historical claims data to predict future utilisation or cost-effectiveness, determination of health 
benefit eligibility, population health management, and laboratory workflow; 

b) For maintaining or encouraging a healthy lifestyle and is unrelated to the diagnosis, cure, 
mitigation, prevention, or treatment of a disease or condition; 

c) To serve as electronic patient records, including patient-provided information, to the extent that 
such records are intended to transfer, store, convert formats, or display the equivalent of a paper 
medical chart, so long as: 

i. such records were created, stored, transferred, or reviewed by health care professionals, 
or by individuals working under supervision of such professionals; 
ii. [...] 
iii. such function is not intended to interpret or analyse patient records, including medical 
image data, for the purpose of the diagnosis, cure, mitigation, prevention, or treatment of 
a disease or condition; 

d) For transferring, storing, converting formats, or displaying clinical laboratory test or other device 
data and results, findings by a health care professional with respect to such data and results, 
general information about such findings, and general background information about such 
laboratory test or other device, unless such function is intended to interpret or analyse clinical 
laboratory test or other device data, results, and findings; or unless the function is intended to 
acquire, process, or analyse a medical image or a signal from an in vitro diagnostic device or a 
pattern or signal from a signal acquisition system. 
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With regards to clinical decision support software, the U.S. FDA has drawn up draft guidance! to clarify when 
such software would be covered by the medical devices’ regulation, and when not. The following 
considerations need to be answered “yes” in order to decide exempt on its regulatory status: 


(1) Not intended to acquire, process, or analyse a medical image or a signal from an in vitro diagnostic 
device or a pattern or signal from a signal acquisition system 

(2) Intended for the purpose of displaying, analysing, or printing medical information about a patient or 
other medical information 

(3) Intended for the purpose of supporting or providing recommendations to a health care professional 
about prevention, diagnosis, or treatment of a disease or condition 

(4) Intended for the purpose of enabling such health care professional to independently review the basis 
for such recommendations that such software presents so that it is not the intent that such health 
care professional relies primarily on any of such recommendations to make a clinical diagnosis or 
treatment decision regarding an individual patient 


Canada 


Canada issued draft Guidance on the qualification and classification of Software as a Medical Device (SaMD) 
on 2019/01/232. DIGITALEUROPE believes that the Canadian regulatory framework is highly comparable 
with the European and in consequence should be considered for clarification. 


It has been Health Canada’s longstanding position that the following types of software do not meet the 
definition of a medical device and are therefore not subject to the Regulations: 


- Software intended for administrative support of a healthcare facility, 

- Software that enables clinical communication and workflow including patient registration, 
scheduling visits, voice calling, video calling, 

- Software intended for maintaining or encouraging a healthy lifestyle, such as general wellness apps, 
and 

- Software intended to serve as electronic patient records. 


In efforts to align regulatory processes for SaMD with other international jurisdictions, Health Canada has 
determined that various types of clinical decision support/patient decision support software may not meet 
the device definition — and therefore would not be subject tothe Regulations — when it meets all of the four 
criteria outlined below: 


1 Clinical and Patient Decision Support Software Draft Guidance for Industry and Food and Drug Administration 
Staff DRAFT GUIDANCE. Document issued on: December 8, 2017 


2 https://www.canada.ca/en/health-canada/services/drugs-health-products/public-involvement-consultations/medical- 
devices/software-medical-device-draft-guidance/document.html 
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Exclusion Criteria Interpretation 

1 | Software that is not intended e Software that acquires images and data from 
to acquire, process, or analyse medical devices solely for the purpose of display, 
a medical image or storage, transfer or format conversion is commonly 
information from an IVDD ora referred to as Medical Device Data Systems (MDDS) 
measurement/ signal from a software, which does not qualify as a medical 
monitoring device. device. 


e = Information from in vitro diagnostic devices 
(IVDDs) includes qualitative and quantitative 
outputs and signals from instruments, tests and 


assays. 

2 | Software that is intended to e Software that matches medical information to 

display, analyse, or print medical reference information routinely used in clinical 

information about a patient or practice would meet this criterion. This could include 

other medical information (such as software that matches patient symptoms and test 

demographic information, drug results with best practice treatment guidelines for 

labelling, clinical guidelines, common illnesses. 

studies, or recommendations). e Software that provides a reference for health care 


professionals to identify possible drug interactions 
in order to prevent adverse drug events could be 
interpreted to prevent an abnormal physical state 
as per the medical device definition. However, 
Health Canada does not intend to regulate this type 
of software since the alert provided by the software 
functions as a convenient mechanism for health 
care professionals to match patient-specific 
information with reference information that is 
readily available to the medical community and 
routinely used in clinical practice. 


3 | Software that is only intended to e Generally, software intended to inform 
support a health care professional, clinical/patient management can be interpreted to 
patient or non-healthcare fit this criterion. Informing clinical/patient 
professional caregiver in making management infers that the information provided 
decisions about prevention, by the software will not trigger an immediate or 
diagnosis, or treatment of a near term action. 
disease or condition. e Software that is used to treat, diagnose or drive 


clinical management does not generally fit under 
this criterion. Treatment or diagnosis infers that the 
information provided by the SaMD will be used to 
take an immediate or near term action. 
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4 | Software that is not intended to e The intended user is able to reach a 
replace the clinical judgement of a recommendation independently without primarily 
health care professional to make a relying on the software function. For example, 
clinical diagnosis or treatment software intended to provide a convenient way to 
decision regarding an individual perform various simple medical calculations, which 
patient. are routinely used in clinical practice, would meet 


the fourth criterion as the software retains 
functionality that is similar to simple general 
purpose tools such as paper charts, spread sheets, 
timers or generic mathematical calculators, and is 
able to be independently validated. 


Proposals 


Software used in healthcare to facilitate communication, archival, storage and retrieval of health data 


Software which is intended to communicate, store, archive, and provides mechanism to retrieve selected or 
all data, including search functions for identifying the dataset to be retrieved should not fall under the 
indicated regulations. Rationale: the state of the art in technology does not justify requiring the CE mark on 
such software. 


In addition, software should not be considered fulfilling a medical intended purpose if it is intended to display 
data. 


With these exemptions drawn up, it should be evident that modification of such data for the purposes 
mentioned should also be exempt from the regulation. Rationale: The technical TCP/IP network protocol is 
based on fragmentation of an item into transmission unit and re-assembled at the recipients point. 
Fragmentation can, in this case, be considered as modification of data for purposes of transportation. 


Software fulfilling the definition of an in vitro medical device 


Software should be considered as in vitro medical device, in cases it is driving or influencing the use of an in 
vitro medical device. With this, the implementing rule 3.3 (MDR) and 1.4 (IVDR) would be applied not only 
to classification, but also to qualification of software. 


In addition, the intended purpose of a software should be the decisive factor in order to make a decision, 
which regulation is to be applied. This would require specific guidance asking for a precise formulation of the 
intended purpose in the technical documentation of the medical software. 


DIGITALEUROPE suggests taking the definitions of the medical device and in vitro medical device into account 
and building guidance around these principles. 


Software used by healthcare professionals to apply publicly available guidance for aiding users in managing 
patients 


DIGITALEUROPE believes the advancement of the technical state of the art should also be reflected in 
guidance answering which types of software should be regulated. We believe the mentioned exemption 
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criteria that are being established in Canada, and that are already established in the United States of America 
should also be taken into account in the European regulatory framework. 


Aligning to the political goals of the European Commission 


Our industry acknowledges the potential risks from technology and as a consequence industry heavily invests 
in the engineering process in addition to investing in the research phase in order to minimise identified risks. 
Regulation also plays a role to protect patients and provide important oversight. We firmly believe we can 
define these regulations to protect patients and deliver the benefits these technologies can also bring. We 
would like to share that our views correspond directly with the European Commission’s political goals. 


These include: 


General EC statements on benefits of mHealth: 


- Recognised as early in Green Paper on mHealth in 2014: mHealth can contribute to “the 
empowerment of patients as they could manage their health more actively”. As a source of data, 
“mHealth allows the collection of considerable medical, physiological, lifestyle, daily activity and 
environmental data” which could “serve as a basis for evidence-driven care practice and research 
activities, while facilitating patients' access to their health information anywhere and at any time”. 

- 2018 Digital Health Strategy: By using digital solutions, such as wearables and mHealth apps, citizens 
can actively engage in health promotion and self-management of chronic conditions. This in turn can 
help control the rising demand for health and care. The strategy finds that the development of such 
pieces requires: 

o commitment and knowledge of how to ensure such an investment leads to successful and 
cost-effective implementation of digitally-enabled, person-centred care solutions; 

o market conditions that can facilitate economies of scale for the suppliers of technology and 
services. 

- SWD accompanying the eHealth strategy recognizes that: “From a commercial point of view, another 
key challenge recognised is the difficulty of operators to identify the legal framework which is 
applicable to their product, as the borderline area between digital health solutions which are medical 
devices and those which are not is a complex one, involving in many cases very technical analysis 
and considerations.” 


CONCLUSION 


DIGITALEUROPE also acknowledges the benefits of bringing important technologies that can 
ultimately improve healthcare in the EU. We are looking to have a dialogue with government experts 
on what can be done to increase the market access for innovative small to medium sized technology 
developers to bring potential advancements for patient treatments. This could also include realising 
the potential of wearables in promoting low-risk app-based solutions. 

We encourage policymakers to reach out to those individuals developing these technologies. 


DIGITALEUROPE 
Rue de la Science, 14 - 1040 Brussels [Belgium] 
T. +32 (0) 2 609 53 10 |www.digitaleurope.org | info@digitaleurope.org | @DIGITALEUROPE 


Transparency register member for the Commission: 64270747023-20 


[>> | 


DIGITALEUROPE 


For more information please contact: 


Ray Pinto, Policy Director 
DIGITALEUROPE 

M: +32 472 55 84 02 

E: Ray.Pinto@digitaleurope.org 


ABOUT DIGITALEUROPE 


DIGITALEUROPE represents the digital technology industry in Europe. Our members include some of the world's largest 
IT, telecoms and consumer electronics companies and national associations from every part of Europe. DIGITALEUROPE 
wants European businesses and citizens to benefit fully from digital technologies and for Europe to grow, attract and 
sustain the world's best digital technology companies. DIGITALEUROPE ensures industry participation in the 
development and implementation of EU policies. 


DIGITALEUROPE’s members include in total over 35,000 ICT Companies in Europe represented by 65 Corporate 
Members and 40 National Trade Associations from across Europe. Our website provides further information on our 
recent news and activities: http://www.digitaleurope.org 


DIGITALEUROPE MEMBERSHIP 
Corporate Members 


Airbus, Amazon, AMD, Apple, Arçelik, Bosch, Bose, Brother, Canon, Cisco, Dell, Dropbox, Epson, Ericsson, Facebook, 
Fujitsu, Google, Hewlett Packard Enterprise, Hitachi, HP Inc., Huawei, Intel, Johnson & Johnson, JVC Kenwood Group, 
Konica Minolta, Kyocera, Lenovo, Lexmark, LG Electronics, Loewe, MasterCard, METRO, Microsoft, Mitsubishi Electric 
Europe, Motorola Solutions, MSD Europe Inc., NEC, Nokia, Nvidia Ltd., Océ, Oki, Oracle, Palo Alto Networks, Panasonic 
Europe, Philips, Pioneer, Qualcomm, Ricoh Europe PLC, Rockwell Automation, Samsung, SAP, SAS, Schneider Electric, 
harp Electronics, Siemens, Siemens Healthineers, Sony, Swatch Group, Tata Consultancy Services, Technicolor, Texas 
Instruments, Toshiba, TP Vision, VMware, Xerox. 


National Trade Associations 


Austria: |OO 

Belarus: INFOPARK 

Belgium: AGORIA 

Bulgaria: BAIT 

Croatia: Croatian Chamber of 
Economy 

Cyprus: CITEA 

Denmark: DI Digital, IT-BRANCHEN 
Estonia: ITL 

Finland: TIF 

France: AFNUM, Syntec Numérique, 
Tech in France 
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Germany: BITKOM, ZVEI 
Greece: SEPE 

Hungary: |VSZ 

Ireland: TECHNOLOGY IRELAND 
Italy: Anitec-Assinform 
Lithuania: INFOBALT 
Luxembourg: APSI 

Netherlands: Nederland ICT, FIAR 
Norway: Abelia 

Poland: KIGEIT, PIIT, ZIPSEE 
Portugal: AGEFE 

Romania: ANIS, APDETIC 
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Slovakia: ITAS 

Slovenia: GZS 

Spain: AMETIC 

Sweden: Foreningen 
Teknikforetagen i Sverige, 
IT&Telekomféretagen 
Switzerland: SWICO 
Turkey: Digital Turkey Platform, 
ECID 

Ukraine: IT UKRAINE 
United Kingdom: techUK 


